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TEST SPECIFICATION RESULT

GAMMA STERILIZATION 25 - 45 kGy PASSED
ENDOTOXIN < 0,05 EU/mL PASSED
MEA 1-cell to expanded blastocyst in 26 h 280 % PASSED
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