‘DENUPET HANDLE

VDENUPET HANDLE wird in Kombination mit Denudationspipetten
im Rahmen einer kinstlichen Befruchtung zum Entfernen der
Kumuluszellen aus Kumulus-Oozyten-Komplexen (COC), fir das
Handling von Eizellen, Vorkernstadien, Embryonen oder Blasto-
zysten eingesetzt.

EMPFEHLUNG
Es empfiehlt sich vor Erstnutzung der YDENUPET HANDLE an
entsorgtem Gewebe (bspw. Kumulusmasse) zu Uben.

GEBRAUCHSANWEISUNG
YDENUPET HANDLE sollte nur seiner Zweckbestimmung entsprechend,
von geschultem Personal verwendet werden.

(@ Ohne den Kolben einzudricken, mit leichtem Druck die
Denudationspipette in die Offnung einfUhren.

@ Ausreichende Fixierung der Denudationspipette
im YDENUPET HANDLE profen.

(3 Zum Aufnehmen der Zellen den Kolben bis zum ersten
Widerstand herunterdricken, die Denudationspipette in
das Kulturmedium eintauchen und den Kolben langsam
freigeben.

(® Um die Zellen zu entlassen, den Kolben herunterdricken.

REINIGUNG
Die Oberfldche der YDENUPET HANDLE durch Abwischen mit
Isopropylalkohol oder anderen zuldssigen Reinigungsmitteln reinigen.
YDENUPET HANDLE ist nicht autoklavierbar.

LAGERUNG
YDENUPET HANDLE an einem sauberen, trockenen Ort
bei Raumtemperatur lagern.

WARNHINWEISE UND VORSICHTSMASSNAHMEN
Nur fOr den bestimmungsgemd&Ben Gebrauch.
YDENUPET HANDLE ist kompatibel mit Denudationspipetten mit
einer proximalen Abmessung von 900 pm AuBendurchmesser
und 600 um Innendurchmesser.
YDENUPET HANDLE ist ein komplett geschlossenes Handgerét mit
festgelegtem Volumen, das nicht veréndert werden kann. Das
Volumen kann durch Drehen des Kolbens nicht veréndert werden.
Reparaturen am'DENUPET HANDLE dirfen nur von Fachleuten
durchgefhrt werden. Bei unsachgeméaBer Offnung verféillt der
Anspruch auf Gewdhrleistung.

VDENUPET HANDLE is used in combination with denuding pipettes
during assisted reproductive treatment for removement of cumulus
cells from cumulus-oocyte complexes (COC), handling of oocytes,
pronuclear stages, embryos and blastocysts.

RECOMMENDATION
Before using the YDENUPET HANDLE for the first time, it is recommended
to practice on discarded tissue e. g. cumulus masses.

INSTRUCTIONS FOR USE
YDENUPET HANDLE should be used only for its intended purpose by
qualified and trained persons.

(@ Without depressing the plunger, gently insert the
denuding pipette into the opening.

(2) Check for proper attachment of the denuding pipette
to the YDENUPET HANDLE.

(® To draw-up cells, depress the plunger to the first resistance,
immerse the denuding pipette in the culture medium
and slowly release the plunger.

(® Torelease the cells, depress the piston beyond the
first resistance until it reaches the stop.

CLEANING
Clean the surface of the YDENUPET HANDLE by wiping with
isopropyl alcohol or another approved cleaning agent.
YDENUPET HANDLE cannot be autoclaved.

STORAGE
Store the YDENUPET HANDLE in a clean, dry place at room temperature.

WARNING AND PRECAUTIONS
Only for intended use.
YDENUPET HANDLE is compatible with denudation pipettes with
a proximal dimension of 900 um outer diameter and 600 pm
inner diameter.
The YDENUPET HANDLE is a completely closed handheld device
which dispenses a fixed volume that cannot be changed. Do
not try fo adjust the volume by rotating the plunger.
Repairs to the YDENUPET HANDLE may only be carried out by
specialists. Improper opening invalidates the warranty claim.
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